Scanning magnetic field microscope with a diamond single-spin sensor 
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We describe a scanning device where a single spin is used as an ultrasensitive, nanoscale magnetic 
field sensor. As this "probe spin" we consider a single nitrogen-vacancy defect center in a diamond 
nanocrystal, attached to the tip of the scanning device. Changes in the local field seen by the probe 
spin are detected by optically monitoring its electron paramagnetic resonance transition. The room- 
temperature scanning device may be useful for performing nanoscale magnetic resonance imaging 
and spectroscopy, and for the characterization of magnetic nanostructures down to the single atom 
level. [DOI: 10.1063/1.2943282] 



Investigating magnetism at the nano- and atomic scale 
is a key issue both for understanding fundamental phys- 
ical properties of matter and as the enabling ingredient 
for magnetism-based data storage and spintronic devices. 
Tools for studying and imaging magnetic structures with 
nanometer resolution are, for example, polarization sen- 
sitive electron microscopy (SEMPA), magnetic force mi- 
croscopy (MFM), magnetic resonance force microscopy 
(MR.FM), and scanning tunneling microscopy (STM) [1]. 
Some of them {e.g. , STM) even extend down to sin- 
gle magnetic atoms [2] while others {e.g. , MRFM) al- 
low observing the faint magnetism of single electron or 
nanoscale volumes of nuclear spins [3, 4]. 

Here we describe an alternative scanning device inte- 
grating a single spin as a sensitive and high resolution 
magnetic field sensor that may be a useful addition to the 
toolbox of nanoscale magnetic probes. The idea behind 
our approach, which is based on the "spin microscope" 
proposed by Chcrnobrod and Berman [5] and Berman et 
al. [6], is illustrated in Fig. 1: Attached to the tip of 
a scanning device is a "probe spin" whose state can be 
monitored using optically detected magnetic resonance. 
In our case, this probe spin will be a single nitrogen- 
vacancy (N-V) defect in the diamond tip of an atomic 
force microscope cantilever (Fig. 1(a)). If the probe spin 
is brought near a substrate, it will feel the presence of any 
local magnetic fields emanating from the surface, causing 
a shift of its electron spin resonance (EPR) frequency. 
This shift can then be detected, e.g. , by exciting the 
EPR transition with a microwave field and monitoring 
the change in photoluminescence of the probe spin. 

The magnetic field B responsible for the frequency 
shift can have a variety of origins, which is one reason 
why we believe that the proposed concept is very power- 
ful. We will be particularly interested in the situations 
where B is the static field of a magnetic nanostructure, 
the magnetic dipole field of a single magnetic atom or an 
isolated electron spin, or the collective magnetic field of 
an ensemble of nuclear spins. 

The probe spin considered in this Letter is the single 
spin associated with the N-V defect center in diamond 
[7] . Not only is this defect one of the few solid-state sys- 
tems where the spin state can be directly measured, but 
it also combines a line of extraordinary properties that 



make it very attractive for such a scanning device. In 
particular, these arc excellent chemical- and photostabil- 
ity, extraordinarily long spin lifetimes, and the fact that 
single-spin detection is possible under ambient conditions 
[7]. 

In a quantum mechanical analysis, we may describe 
the probe spin S by the following spin Hamiltonian [8] , 



H = H z { + H, 
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Here, H z [ = S • T> ■ S describes the zero-field splitting of 
the electronic ground state, where T> is an (axially sym- 
metric) tensor with splitting constant D = 2ir x 2.88 GHz 
that separates the mj = from the (degenerate) mg = 
±1 sublcvcls [7]. T> is oriented along the N-V symmetry 
axis (a (111) crystal axis), which we assume to be the 
z axis, -ffmagn = ^7 e B • S, where 7 is the electron gy- 
romagnetic ratio, comprises all local magnetic fields B 
seen by the probe spin that will be of further interest. 
-Hother includes all other interactions, such as hypcrfine 
couplings, dipolar couplings to distant defects, optical 
fields, or strain on the crystal breaking the symmetry of 
T>. These interactions may even be substantial (and may 
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FIG. 1: Diamond-based scanning spin microscope. The sin- 
gle spin associated with a N-V defect in diamond serves as 
an ultrasensitive magnetometer with nanoscale spatial reso- 
lution. Optical monitoring of the change in the spin's EPR 
frequency reveals magnetic coupling to, for example, a single 
surface spin (a) or an ensemble of nuclear spins (b). Two ex- 
perimental implementations are suggested, based on (a) AFM 
and (b) scanning near field optical microscopy. 
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TABLE I: Example parameters for prospective applications. 



Scheme A ("dc-type"): 



Scheme B ("ac-type" 



Quantity 

1. Resolvable frequency shift 

2. Associated spin lifetime 
Magnetometry 

3. Minimal resolvable field, low B 

4. Minimal resolvable field, high B b 

5. Minimal resolvable field angle, low B b 

6. Minimal resolvable field angle, high B b 
Single spin detection 

7. Separation for detecting single electron spin r 

8. Separation for detecting single proton spin r 
Nuclear magnetic resonance imaging 

9. Fluctuating nuclear field, 

10 nm above proton-rich surface (see text) AB rms 



8iu/27v a 

T = SCO' 1 

AB 
AB 
A6 
AO 



Direct shift of EPR resonance 
typ. 5 MHz [9, 10] 
typ. 30 ns 

0.2 mT x (costf)" 1 
0.2 mT 

2 ■ lO^rad x lmT/B x (sin0) 
1 ■ 10~ :i rad x (sin20) _1 

< 3nm 
(< 0.3 nm) 



Modulation/ Attenuation of spin echo 

typ. 2 kHz 

typ. 100 /us [7, 12] 

60 nT x (costf) -1 
60 nT 

6- 10~ B rad x 1 mT/B x (sinfl)^ 1 
4 ■ 10~ 7 rad x (sin20) _1 

< 40 nm 

< 5 nm 



0.2 /xT r 



a 5uj is 0.5 X the resonance linewidth (full width at half maximum). 
'"Low B" and "high B" as referred to D/j e ss lOOmT. 



form a "nuisance" for practical implementation by mak- 
ing the spectrum complicated or affecting spin relaxation 
[9] ) , but are not of immediate interest for the purpose of 
this Letter. 

H z f and H magn are competing terms and depending 
on the strength of B, one or the other will dominate the 
Hamiltonian. In the situation where B = |B| is weak, 
B « I)/7 C (about 100 mT), H magn = fvy e BS z cos 6 is a 
perturbation to H zf = HD[S Z - ±S{S+1)}. The shift Auj 
of the spin resonance frequency due to a change in magni- 
tude AB or direction AO of the magnetic field is then ap- 
proximately given by Auj = 7 C cos(9)AB — 7 C £? sin(#) A8, 
where 9 is the angle between the principle axis of T> (the 
z axis) and B. For strong fields B D/-f c , the Zeeman 
term H magn = h^ c BS z i sets the spin's quantization axis 
(z'||B) andiJ zf = hD[Sl~\S{S + l)] ±(3cos 2 (9-l) can 
be treated as a perturbation. The frequency shift is then 
about Auj = 7 C A_B — |Z?sin(26')A0. In the intermediate 
range (~/ c B « D) variations in magnetic field certainly 
lead to EPR frequency shifts in general, however, they 
might be harder to interpret and the crossover of spin 
energy levels may mask optical transition rates [10]. 

What would be an effective way to detect the fre- 
quency shift, and what will be the magnetic sensitivity 
of the device? In order to directly resolve the shift in 
the EPR spectrum, Auj must be of the order of the reso- 
nance linewidth or larger. For diamond, the natural EPR 
linewidth is typically a few MHz [9, 10], corresponding 
to a few Gauss of Zeeman field. A representative set of 
parameters is summarized in Table I (lines A1-A6). 

This "natural linewidth", however, is often inhomo- 
geneously broadened, and one can potentially do much 
better by observing spin precession in a spin echo-type 
experiment. (This was demonstrated, for example, in 
measurements of the Stark effect of small electric fields 



[11].) The minimal detectable frequency shift is then on 
the order of the inverse of the T2 time. Since T2 hi dia- 
mond can be exceptionally long [exceeding 100 /xs (Refs. 
[7] and [12])], very small field changes will be measurable. 
If we associate a "linewidth" 8uj = (X^)" 1 with T2, we 
find that field changes as small as a few tens of nanotcsla 
can be resolved (lines Bl-6 in Table I). 

It is important to notice that modulation (or attenua- 
tion) of the spin echo will only occur for time-dependent 
(ac) magnetic fields that fluctuate on the timescale of T2. 
Static fields will be refocused by a spin echo, while very 
rapidly oscillating fields will not lead to significant de- 
phasing [13]. This may seem restrictive, but it may not 
be for real experiments. Static fields, such as those orig- 
inating from a (ferro)magnetic nanostructure, are often 
substantial and should be easily detectable as a direct line 
shift. Weak magnetic fields, such as those present close 
to single electron or small numbers of nuclear spins, are 
often fluctuating, or can be deliberately made to do so, 
for example using magnetic resonance pulses or also by 
rapidly moving (vibrating) the tip. 

At this point it is convenient to review how the instru- 
ment may be implemented. One possible design, sketched 
in Fig. 1(a), combines an atomic force microscope (AFM) 
cantilever with a diamond tip and a confocal optical mi- 
croscope [14]. Another possibility is the attachment or 
direct growth of a diamond nanocrystal on the end of a 
bent and tapered optical fiber (Fig. 1(b)), where the fiber 
serves the dual purpose of optical waveguide and scan- 
ning element [15, 16]. Both approaches have the added 
advantage of employing the cantilever, or fiber, as force 
sensors in the traditional manner of force microscopy. 
This would allow one to simultaneously obtain the sur- 
face topography, which may also be helpful for navigating 
the probe. 



3 



The separation between the N-V center in the tip and 
the substrate will typically be a few nanometers. Placing 
a N-V defect that close to the tip — without disturbing 
its exceptional optical and spin properties — is not only a 
substantial technical challenge but also presumes that the 
defect is stable within nanometers from the crystal sur- 
face. Demonstrated minimum sizes for nanocrystals with 
functional N-V centers are as small as 15 nm [17, 18], less 
than an order of magnitude away from the lengthscalc of 
the most promising applications summarized in Table I. 

We notice that such a scanning device, should it suc- 
ceed in operating at the nanometer level, may have a 
considerable range of applications. In the following we 
point out three specific examples of how the instrument 
might be used. 

As a first example we consider the imaging of a 
(ferro)magnetic nanostructure and the study of its mag- 
netic properties. What features can be discerned? It is 
well known from magnetic recoding that spatial frequen- 
cies in the field caused by the fine structure of typical 
length ~ L of a magnetic substrate will decay exponen- 
tially oc e~ r7r / L with distance r from the surface [19]. 
Hence, a probe spin scanning at separation r from the 
surface will have a lateral resolution of typically -nr. Since 
the n-v spin is an excellent field sensor, however, mag- 
netic characteristics (such as a magnetization curve) of 
much smaller features may still be studied, provided they 
are isolated enough. 

This sensitivity may well extend to single atoms. As 
a second example we hence consider the detection of the 
magnetic dipole field of a single electron spin (as sug- 
gested in Fig. 1(a)). The interaction of the probe spin 
S with a surface spin S' may be described by a dipolar 
Hamiltonian [13], 

iW = £^§^ {S • S' - 3(S • f)(S' • f)} (2) 

where r = |r| is the spatial separation and f = r/|r| is 
the normalized interspin vector. Assuming that S and 
S' are aligned, the z-component of the dipole field seen 
by the probe spin (or vice versa, the surface spin) is B = 

f^-pHl — 3 cos 2 (6)]S' Z , where 9 is the angle between f and 
z and S' z is the state of the surface spin. We can solve the 
above expression for r in order to find out what proximity 
is needed to create a detectable frequency shift. In a 
configuration where the probe sits right over the surface 
spin we find that r is well above 10 nm (Table I, line 7). 

It may also be possible to read out the state S' z of 
the surface spin. This could, for example, be done by 
transferring S' z to the probe spin state S z using spin- 
echo double resonance [20] and then measuring S z opti- 
cally [21]. Requirement is that the surface spin lifetime 
T\ is sufficiently long to allow for state transfer, i.e. , 
T\ > (7 c i?)~ 1 , which will typically be in the microsec- 
ond range. 

Similar estimations can be made for the detection of a 
single nuclear (proton) spin. Since the proton moment is 



roughly 1 000 x weaker than the electron moment, about 
10 x closer proximity is necessary, i.e. at most a few 
nanometers (line 8 in Table I). Such close separations 
will be very challenging to realize, but they are not out 
of the question. 

The collective dipole field of a large number of nu- 
clei, on the other hand, might be readily observable [Fig. 
1(b)]. As a third example, we consider the situation 
where the probe spin is positioned over a homogeneous 
surface layer of material containing many nuclear spins. 
Specifically, we assume that the vertical separation is 
r = 10 nm and that the substrate has a proton spin den- 
sity of p = 5 ■ 10 28 spins/m 3 , as typical for an organic 
material. The protons on the surface will give rise to a 
fluctuating statistical spin polarization producing a col- 
lective field B oc fi p >/N, where \x v is the proton magnetic 
moment and N is the number of spins in the vicinity of 
the tip [22]. The rms value of B can be calculated ex- 
plicitly by integration over the individual nuclear dipoles, 

B ms = ^ {S^vp{v)[l - 3cos 2 0(r)] 2 |r|- 6 }^, where 
7 n is the nuclear gyromagnetic ratio and 9 the angle be- 
tween r and z. For our example, we find that B rms ~ 
0.2 /LtT (Table I, line 9) — well above our detection limit. 
This B rms is equivalent to the field of about 80 p p situ- 
ated 10 nm right below the probe. 

Similar to other nanoscale magnetic resonance imaging 
techniques (such as MRFM), the scanning device could 
be combined with a nanoscale magnetic tip in order to 
improve the spatial resolution to well below r [4]. The 
elemental selectivity of nuclear magnetic resonance could 
also be used to discriminate various chemical species. Fi- 
nally, magnetic resonance will be valuable to distinguish 
nuclear (or electron) dipole fields from other local mag- 
netic fields influencing the probe spin resonance. 

The device described herein might eventually allow the 
imaging of biological structures and organic surface lay- 
ers, and was in fact motivated by these ideas. Even at a 
probe-to-sample distance of 10 nm, its sensitivity would 
outperform MRFM, currently the most sensitive mag- 
netic resonance detection technique and able to detect 
about 100 proton moments [4], by at least an order of 
magnitude. Unlike MRFM, however, a diamond-based 
magnetic field sensor is compatible with room tempera- 
ture operation and might even enable the study of bio- 
logical systems under physiological conditions. 

Helpful discussions with Martino Poggio, John Mamin, 
and Dan Rugar are gratefully acknowledged. The mate- 
rial presented in this manuscript was originally part of 
a research proposal by the author submitted in October 
of 2007 [23]. While finishing this manuscript, we learned 
about a similar idea put forward by Lukin [24]. 



4 



* Electronic address: degenc@gmail.com 

1] H. Hopster, and H. P. Oepen (Eds.), Magnetic Mi- 
croscopy of Nanostructures, (Springer, Berlin, 2005). 

2] S. Heinze, M. Bode, A. Kubetzka, O. Pietzsch, X. Nie, S. 
Blgel, and R. Wiesendanger, Science 288, 1805 (2000). 

3] D. Rugar, R. Budakian, H. J. Mamin, and B. W. Chui, 
Nature (London) 430, 329 (2004). 

i] H. J. Mamin, M. Poggio, C. L. Degen, and D. Rugar, 
Nature Nanotechnology 2, 301 (2007); C. L. Degen, Ex- 
perimental NMR Conference (ENC), Asilomar, CA, 2008 
(unpublished). 

5] B. M. Chernobrod, and G. P. Berman, 

J. Appl. Phys. 97, 014903 (2005). 
5] G. P. Berman, A. R. Bishop, B. M. Chernobrod, 

M. E. Hawley, G. W. Brown, and V. I Tsifrinovich, 

J. Phys.: Conf. Ser. 38, 167 (2006). 
7] F. Jelezko, and J. Wrachtrup, 

phys. stat. sol. (a) 203, 3207 (2006). 
3] A. H. Morrish, The Physical Principles of Magnetism, 

(Wiley, New York, 1965), p. 119ff. 
3] I. Popa, T. Gaebel, M. Domhan, C. 

Wittmann, F. Jelezko, and J. Wrachtrup, 

Phys. Rev. B 70, 201203 (2004). 
3] R. J. Epstein, F. M. Mendoza, Y. K. Kato, D. D. 

Awschalom, Nature Physics 1, 94 (2005). 
1] E. van Oort, and M. Glasbeek, 

Chem. Phys. Lett. 168, 529 (1990). 



[12 
[13 
[14 

[15 

[16 
[17 

[18 

[19 

[20 

[21 

[22 

[23 
[24 



T. A. Kennedy, J. S. Colton, J. E. Butler, R. C. Linares, 
and P. J. Doering, Appl. Phys. Lett. 83, 4190 (2003). 
C. P. Slichter, Principles of Magnetic Resonance, 
(Springer, Heidelberg, 1996), p. 198. 
N. F. van Hulst, M. H. P. Moers, O. F. J. Noord- 
man, R. G. Tack, F. B. Segerink, and B. Bolger, 
Appl. Phys. Lett. 62, 461 (1992). 

H. Muramatsu, N. Chiba, N. Yamamoto, K. Homma, 
T. Ataka, M. Shigeno, H. Monobe, and M. Fujihira, 
Ultramicroscopy 71, 73 (1998). 

S. Kiihn, C. Hettich, C. Schmitt, J. P. Poizat, and V. 
Sandoghdar, J. Microsc. 202, 2 (2001). 
J. R. Rabeau, A. Stacey, A. Rabeau, S. 
Prawer, F. Jelezko, I. Mirza, and J. Wrachtrup, 
Nano Lett. 7, 3433 (2007). 

Y. Sonnefraud, A. Cuche, O. Faklaris, J. P. Boudou, 
T. Sauvage, J. F. Roch, F. Treussart, and S. Huant, 
Optics Letters 33, 611 (2008). 

R. M. White (Editor), Introduction to Magnetic Record- 
ing, (IEEE Press, New York, 1984), p. 34. 
C. P. Slichter, Principles of Magnetic Resonance, 
(Springer, Heidelberg, 1996), p. 311. 
F. Jelezko, I. Popa, A. Gruber, C. Tietz, and J. 
Wrachtrup, Appl. Phys. Lett. 81, 2160 (2002). 
C. L. Degen, M. Poggio, H. J. Mamin, and D. Rugar, 
Phys. Rev. Lett. 99, 250601 (2007). 
C. L. Degen, unpublished. 

M. Lukin, APS March Meeting, Session SI. 00002, New 
Orleans, LA, 2008 (unpublished). 



